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The internal Dewpoint Sensor has a recommended operational life after which
it should be re-calibrated or replaced with an exchange unit.

The date which appears, in the RH Display, when the "MENU" button is
pressed is the start date of the Sensor's recommended operational span.

The number of months, shown on the second line of the display, shows the
number of months left before re-calibration is recommended.

When the operational lifespan has expired the text changes to 'DP Sen Old’

These dates are factory set and require entry of a PIN No. to revise them
(see last 'MENU' position)
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Set appropriate Dewpoint level
one press per degree rise or fall

Applicable only with Dewpoint Control set to "Stat
(see following description ‘Dewpoint Control-Stat’)
Adjusts the "Cycle Suspended’ period after the
Dewpoint Sensor has switched from "Gas In" to
‘Exhaust’ Set the number of DP°C above the
‘Dewpoint Level” setting, (see menu 2)

One press per degree, rise or fall.

Applicable during "Leak Test’ Sets a Dwell
period, after the gas pressure has reached pre-set
value, to provide time for the pressure in the system
to settle.

This avoids any false results that may be caused by
the movement of gas within the sealed system.

One press per second, rise or fall.

Feature for future development

Feature for future development

Select Pressure units for display

Select Dewpoint units for display



